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Purpose Exposure to ionizing radiation is a concern for chil-
dren during intraoperative imaging. We aimed to assess the 
radiation exposure to the paediatric patient with 2D and 3D 
imaging.
Methods To evaluate the radiation exposure, patient ab-
sorbed doses to the organs were measured in an anthropo-
morphic phantom representing a five-year-old child, using 
thermoluminescent dosimeters. For comparative purposes, 
organ doses were measured using a C-arm for one minute 
of fluoroscopy and one acquisition with an O-arm. The cone-
beam was centred on the pelvis. Direct and scattered irradi-
ations were measured and compared (Student’s t-test). Skin 
entrance dose rates were also evaluated.
Results All radiation doses were expressed in μGy. Direct 
radiation doses of pelvic organs were between 631.22 and 
1691.87 for the O-arm and between 214.08 and 737.51 for 
the C-arm, and were not significant (p = 0.07). Close scat-
tered radiation on abdominal organs were between 25.11 
and 114.85 for the O-arm and between 8.03 and 55.34 for 
the C-arm, and were not significant (p = 0.07). Far scattered 
radiation doses on thorax, neck and head varied from 0.86 to 
6.42 for the O-arm and from 0.04 to 3.08 for the C-arm, and 
were significant (p = 0.02). The dose rate at the skin entrance 
was 328.58 μGy.s-1 for the O-arm and 1.90 with the C-arm.
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Conclusion During imaging of the pelvis, absorbed doses for 
a 3D O-arm acquisition were higher than with one minute 
fluoroscopy with the C-arm. Further clinical studies compar-
ing effective doses are needed to assess ionizing risks of the 
intraoperative imaging systems in children.
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Introduction
Imaging is regularly needed in order to guide the  surgeon 
during surgery in paediatric orthopaedics. The evolution of 
materials has led to safety improvements and effectiveness. 
However, radiation-induced injuries related to  imaging 
devices remain a concern.1 Numerous cohort studies 
about diagnostic and therapeutic irradiations2 for benign 
diseases show a higher risk of thyroid,3 breast,4 brain5 and 
skin6 cancers, as well as leukemia.7 Radiation exposure in 
children is especially concerning, as their higher sensi-
tivity to radiation and longer life expectancy make them 
more likely to develop a radiation-induced cancer later in 
their lifetime.2,8,9 Therefore, optimizing  radiation exposure 
related to imaging devices is  particularly important for the 
paediatric patient.
In the operating room, orthopaedic surgeons  regularly 
use a fluoroscopic device, named the ‘C-arm’, which 
 generates 2D images, useful to guide the intervention. 
A 3D image is advantageous for more precise and less 
invasive surgery.10 The O-arm surgical imaging system 
(Medtronic, Fridley, Minnesota) is a 2D fluoroscopic and 
3D volumetric imaging device utilized in the operating 
room.11 After a 3D image scan is performed, the O-arm 
can be linked with a navigation system12 in order to 
 provide accurate guidance of surgical instruments in the 
operative field without additional irradiation. Several stud-
ies reported benefits of this technology, with increased 
surgical accuracy and higher patient safety.13,14
Nowadays, the doses generated by the C-arms and 
the O-arms are well-known, and several solutions exist 
regarding radiation dose reduction. For the operative 
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CT-scan, Su et al15 published a study related to a low-dose 
protocol of imaging (80 kV, 80 mAs) named ‘paediatric 
protocol’, which permitted to divide by a factor of 10 the 
radiation doses, in comparison with a standard protocol.15 
Furthermore, Abul-Kasim et al16 showed that the radiation 
doses of the O-arm could be reduced between five and 13 
times without decreasing image quality within the frame-
work of spine surgery. The work on polymethyl methacry-
late (PMMA) phantoms from Petersen et al17 found similar 
results.
To our knowledge, there are a few studies that quan-
tify the irradiation level generated by the O-arm and by 
regular C-arm devices in children. Richerand et al18 found 
a mean effective dose of 1.48 millisievert (mSv) with com-
puterized navigation for pedicle screw placement versus 
0.34 mSv with the use of the C-arm. One adult study has 
been recently published.19 It is difficult to compare one 
O-arm acquisition and with the use of the C-arm. Su et al20 
mentioned the comparison of the paediatric low-dose 
O-arm with 85 seconds of C-arm fluoroscopy. A study on 
pedicle screw placement from Rampersaud et al21 found 
the mean fluoroscopy time to be 9.3 seconds per screw. 
Furthermore, in the International Commission on Radio-
logical Protection (ICRP) 117, the usual fluoroscopy time in 
common orthopaedic procedures such as intramedullary 
nailing of pertrochanteric fractures, open reduction and 
internal fixation of malleolar fractures, and intramedullary 
nailing of diaphyseal fractures of the femur ranges from 
1.5 to 6.3 minutes.22 Therefore, normalizing to one min-
ute of fluoroscopy seems to be suitable for the compari-
son with one single acquisition of the O-arm.
Knowledge of doses received by organs during radio-
logical interventions is important as different organs 
have different radio-sensitivities and susceptibilities to 
radiation-induced damages. Skin is particularly of con-
cern, as it is the most severely affected during radio-
logical examinations, with a threshold of burns and 
epilations of 2 Gy being the limit at which these effects 
begin to appear.23
The main goal of this study is to evaluate, via a child 
phantom, the organ dose of the direct and scattered irra-
diations that paediatric patients might potentially receive. 
A comparison between one minute of 2D C-arm and one 
3D acquisition of the O-arm in a model of a pelvic irradi-
ation was performed. The second goal of the study is the 
comparison of the skin dose rate between the classic 2D 
C-arm and the 2D produced with the O-arm.
Materials and methods
Materials
We performed an experimental dose study  simulating 
a surgical procedure in children by performing 
 thermoluminescent dosimeter (TLD) measurements in 
an anthropomorphic phantom (CIRS, Norfolk, Virginia), 
 representing a genderless five-year-old child measur-
ing 110 cm and weighing 19 kg.24 The phantom is com-
posed by tissue-equivalent epoxy resins, which offer tissue 
 simulation. In addition, all bones are homogeneous and 
are formulated to represent age appropriate, average bone 
composition. The phantom is sectional in design with 25 
mm thick sections, within holes providing TLDs locations 
specific to 22 inner organs. Its characteristics were in accor-
dance with the specifications of the International Com-
mission on Radiological Protection and the International 
Commission on Radiation Units and Measurements.25,26
To measure the absorbed doses (in Gy) in each organ, 
31 TLDs (TLD Poland, Krakow, Poland) were placed inside 
the phantom turned to a prone position, as seen in 
 Figure 1. Two additional TLDs were placed on the phan-
tom’s surface in order to measure the absorbed dose to 
the skin. The number of TLDs in each organ is summarized 
in Table  1. The unused holes were filled with adequate 
density plugs. The TLDs were prepared one day before 
measurements.
Irradiation settings
To perform the C-arm acquisitions we utilized the Ziehm 
Vision FD device (Ziehm Imaging, Nuremberg, Ger-
many),27 with the radiation beam centred to the pelvis. 
The focus to skin distance can vary, but is set to 75 cm in 
our case. The filtration is 3.9 mm aluminium plus 0.1 mm 
copper, and the detector size is 20 cm × 20 cm.
The O-arm surgical imaging system can generate 2D 
 fluoroscopic and 3D volumetric images.11 In 3D  modality 
the tube-detector assembly rotates 360° around the 
patient and CT-like images of a 21 cm × 21 cm × 16 cm 
Fig. 1 Example of a phantom slice, showing different tissue 
densities, fixtures and thermoluminescent dosimeter placements 
with their associated number. 
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Table 1. The number of thermoluminescent dosimeters (TLDs) for each 
organ. Results of mean values of absorbed doses per one TLD with one 
3D O-arm acquisition and one minute of C-arm for each organ of the 





of O-arm in 
(μGy)
One minute 








Far scattered radiation 0.02
Brain 2 0.86 0.15 5.73
Left eye 1 1.03 0.04 26
Right eye 1 1.16 0.27 4.3
Thyroid 2 2.56 0.49 5.22
Right lung 2 6.42 3.08 2.08
Left lung 2 5.85 1.54 3.8
Upper spine 1 4.29 1.66 2.58
Close scattered radiation 0.07
Gallbladder 2 89.86 49.16 1.83
Liver 5 36.41 21.32 1.7
Intestine 3 114.85 55.34 2.08
Pancreas 1 25.11 8.03 3.13
Left kidney 1 26.3 8.32 3.16
Direct radiation 0.07
Rectum 1 891.83 737.51 1.21
Bladder 2 865.02 658.35 1.31
Uterus/gonad 3 631.22 753.24 0.84
Pelvic bone 2 559.57 463.79 1.21
Skin entrance PA 2 1691.87 214.08 7.9
Total 33 Mean (sd) 4.32 (5.89)
Table 2. Settings to evaluate different kerma rates at the skin entrance in 
the posteroanterior (PA) and lateral (LAT) orientations for the paediatric 
phantom on 2D mode.
Machine Mode Voltage (kV) Current (mA)
  PA LAT PA LAT
O-arm 30 p.s-1 65 71 9.2 9.6
C-arm 25 p.s-1 64 72 3.4 5.7
C-arm 1 p.s-1 63 72 3.4 5.9
 volume are reconstructed (192 slices, 0.83 mm thickness, 
512 × 512 matrix size) in 13 seconds. The O-arm has four 
patient sizes (S, M, L and XL) and four anatomical regions 
for its settings: extremities, chest, head and pelvis. These 
different regions are related to specific values of the tube 
voltage (kVp) and time–current product (mAs). The hip 
protocol was chosen for this study, with a small (S) patient 
size. The settings for voltage and time-current product 
were 80 kVp and 39 mAs, respectively. We utilized the 
O-arm with settings lower than the manufacturer’s recom-
mendations, in order to decrease the dose for the patient. 
At the end of a 3D acquisition, the O-arm displays the CT 
dose index (CTDIvol) in mGy and the dose length product 
(DLP) in mGy.cm. The focus to skin distance is approxi-
mately 48 cm, the field size is fixed, the detector size is 40 
cm × 30 cm and the filtration is unique and is set at 4 mm 
aluminium.
In order to obtain sufficient dose for each set of TLDs 
on the phantom, the first set was exposed to 30 3D acqui-
sitions with the O-arm and the second set was exposed 
to ten minutes of 2D fluoroscopy with the C-arm (five 
minutes in posteroanterior (PA) and five minutes in lateral 
(LAT)). The cone-beam of the O-arm was centred on the 
pelvis. The absorbed doses of the TLDs were measured 48 
hours after irradiation. 
The results were normalized to one 3D acquisition of 
the O-arm and to one minute of fluoroscopy with the 
C-arm. When two or more TLDs were used for the same 
organ, we calculated the mean dose. Uncertainties were 
calculated at k = 2, according to the standard Guide to the 
Expression of Uncertainty in Measurement procedures.28 
For comparative purposes, we calculated the O-arm/C-
arm dose ratio.
The O-arm surgical system can also perform 2D acqui-
sitions. Dose rates were measured at the skin surface with 
both the O-arm in 2D fluoroscopy and the C-arm. These 
measurements were done using a 20X6-60E ionization 
chamber (Radcal, Monrovia, California),29 placed on the 
source side perpendicular to incoming radiation. Ten sec-
onds of fluoroscopy were done to allow the displayed rates 
on the probe to settle on both PA and LAT views. Dose out-
put was expressed in μG.s-1. The pulse frequency is fixed 
at 30 pulses/second (p.s-1) for the O-arm. In automatic 
pulsed mode, the C-arm has a standard frequency of 25 
p.s-1 and automatically decreases to 8 p.s-1 if no movement 
is detected. The 2D fluoroscopy of the O-arm was directly 
compared with different fluoroscopy modes available on a 
C-arm. These were investigated for both PA and LAT orien-
tations. The parameters employed by the O-arm and the 
C-arm are summarized in Table 2.
To simulate the surgical procedure, all the devices were 
organized in an operating room, with typical set-up.
Statistical analysis
To compare irradiation level, we performed a Student’s 
t-test with all the values of absorbed doses measured by 
the TLDs according to their position inside the phantom. 
The significance threshold was defined as 0.05. 
Results
Patient exposure
Organ doses delivered for one 3D acquisition of the O-arm 
and those received after one minute of C-arm irradiation 
using PA and LAT orientations are shown in Figure 2 
and Table 1. Three main regions were observed accord-
ing to the distance from the isocentre of the irradiation: 
direct (coloured in red in Figure 2) such as pelvic organs, 
close scattered (coloured in yellow) such as abdominal 
and  retroperitoneal organs, and far scattered radiations 
(coloured in blue) such as thoracic, head and neck organs.
All radiation doses were expressed in μGy. We found 
that doses varied from 631.22 to 1691.87 with the O-arm 
and from 214.08 to 737.51 for the C-arm, without sig-
nificant difference (p = 0.07). Close scattered radiation 
doses were ranged from 25.11 to 114.85 for the O-arm 
COMPARATIVE IRRADIATION PHANTOM STUDY
J Child Orthop 2018;12:550-557 553
and from 8.03 to 55.34 for the C-arm, without any 
 significant difference (p = 0.07). Far scattered radiation 
doses  varied from 0.86 to 6.42 for the O-arm and from 
0.04 to 3.08 for the C-arm, and showed a significant 
 difference (p = 0.02).
The lowest dose for one 3D acquisition with the 
O-arm was 0.86 for the brain. In comparison, the same 
organ received a mean 0.15 with one minute of C-arm 
 fluoroscopy. The O-arm/C-arm ratio was 5.73.
The highest dose with the O-arm was for the skin, with 
a mean value of 1691.87. With the C-arm, this absorbed 
dose was a mean 214.08. So, the O-arm/C-arm ratio was 
7.90.
Incident dose at the skin surface on 2D mode
The C-arm consistently provided a lower dose output 
due to its lower pulse frequency used compared with the 
O-arm and to the larger focus–skin distance. The value 
observed for the O-arm in PA was 328.83 μGy.s-1, but only 
1.90 μGy.s-1 with the C-arm (Fig. 3).
Discussion
The most important finding of the present study is that 
the mean irradiation level is approximately four times 
higher for one 3D acquisition of the O-arm than for one 
minute of C-arm. As expected, the mean absorbed doses 
were higher in the field of imaging (centred by the pelvis) 
because of direct incidence of the radiation beam. In this 
region, coloured in red in Figure 2, the absorbed doses 
were similar with a mean O-arm/C-arm ratio around 1, 
except for the skin entrance with a ratio of almost 8. The 
further the organs were from the isocentre of the beam, 
the more this ratio increased, with a mean of about 3 for 
abdominal and retroperitoneal organs (coloured in yellow 
in Figure 2), and from 5 to 26 for the left eye (coloured in 
blue in Figure 2) with significant difference in doses for 
far scattered irradiation. So, scattered irradiation level was 
clearly higher with the O-arm, but direct irradiation level 
was similar with both imaging techniques.
The left–right asymmetry observed in cases of the 
C-arm, right doses larger than left doses for the organs, 
Fig. 2 Absorbed doses comparison for each organ between one 3D acquisition with the O-arm and one minute of fluoroscopy with 
the C-arm. Direct irradiation on the pelvic organs is coloured by red. Scattered irradiation on abdominal organs is coloured yellow and 
on thoracic and upper organs blue, with decreasing level respectively (R., right; L., left; PA, posteroanterior).
COMPARATIVE IRRADIATION PHANTOM STUDY
554 J Child Orthop 2018;12:550-557
Fig. 3 Comparison of dose output (air kerma rate) at the skin surface with the O-arm in 2D mode and with the C-arm for both ten 
seconds of fluoroscopy (PA, posteroanterior; LAT, lateral).
Table 3. Comparison of mean CTDIvol level of one O-arm acquisition 
between adult from Pitteloud et al19 and paediatrics with our results
Adult CTDIvol (mGy) Paediatric CTDIvol (mGy) Adult/paediatric ratio
8.83 1.02 8.66
came from the fact that the radiation field when using 
two specific projections was not homogenous, and the 
LAT employed in this study delivered higher radiation to 
the organs placed at the right side of the patient (right 
lung, right eye), due to the position of the X-ray tube. This 
inhomogeneity was also the cause for observing higher 
dose at the uterus level. Indeed for the uterus three TLDs 
were placed, one at the centre and two off-centre. The 
one placed at the right side of the patient by its very short 
distance to the tube when working in LAT position has 
received a very high dose, increasing the overall mean 
dose value for this organ. 
To our knowledge, dosimetric studies of the O-arm sur-
gical system are rarely published, especially in paediatrics. 
However for adults, Pitteloud et al19 characterized the dosi-
metric properties of the O-arm in the same conditions as 
our study. Doses delivered by the O-arm to the  paediatric 
phantom were lower than those delivered to the adult 
phantom. For example, the mean dose to the brain was 4 
μGy for the adult, but only 0.86 μGy in our  paediatric case, 
with the beam centred on the pelvis. This was attributed 
to the lower tube voltage and current,  resulting in a less 
energetic and intense field. This was expected as the 
 radiation passes through less material when compared 
with the adult phantom. 
Furthermore, the O-arm gives the CTDIvol and the DLP 
(CTDIvol × scan length) at the end of each acquisition. For 
reference, according to Zhang et  al,30 the patient dose 
delivered by the O-arm in default mode is equivalent to 
0.5 to 0.6 times the dose delivered by a conventional 64 
slice CT-scanner. Comparing with our results, the CTDIvol 
for the O-arm was more than eight times higher in adults 
in the study from Pitteloud et al19 in comparison with our 
paediatric phantom (Table 3). 
Su et al20 evaluated the accuracy in pedicle screw place-
ment for adolescent idiopathic scoliosis and the resulting 
effective doses. They reported a mean total effective dose 
for the O-arm group significantly and approximately four 
times higher than that of the C-arm group, which was sim-
ilar to our mean result of 4.32. Other authors studied the 
effective dose in children with pedicle screw placement.18 
They found a mean O-arm/C-arm ratio of 4.24, which was 
also similar to ours.
Computed surgery navigation to guide the surgeon 
has existed for more than ten years. It is usually utilized 
in adult orthopaedic surgery, especially in primary total 
knee arthroplasty, in order to guide the cut heights and 
rotations to restore the normal mechanical axis.31 They 
provide a help during the surgery without additional 
imaging acquisition. In children, the surgical navigation 
can be used in spine surgery, like for O’Donnell et  al32 
who compared the average effective dose by C-arm and 
free-hand technique versus computerized navigation in 
posterior fusion. They reported a mean effective dose of 
0.189 mSv with the C-arm and 7.29 mSv per case with the 
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O-arm-navigation, which generated an O-arm/C-arm ratio 
of 38.6, a result higher than ours and other publications.
Several authors reported good results with the naviga-
tion system on osteoid osteoma resection33-38 and growth 
modulation.39 Others studied the slipped femoral capitis 
epiphysis and found promising results provided by the 
navigation system in cervical femoral screw placement 
with higher accuracy using the navigation.40
Some of these surgical procedures could benefit 
from the help of surgical navigation in order to perform 
more minimally-invasive and more accurate procedures. 
The radiation exposure with the O-arm was consistently 
higher than with the C-arm, even with paediatric low-dose 
settings, especially regarding scattered radiation. The 3D 
imaging is necessary for navigation use. New generations 
of 3D C-arms are making their way into our operating 
rooms. However, the O-arm remains the most current 3D 
imaging system available.
According to our results, the absorbed skin doses were 
systematically higher with the O-arm in 2D mode, from 
six to 164 times the doses of the C-arm. These results were 
previously highlighted by a study from Nelson et al41 which 
reported doses 38 times higher with the O-arm for LAT 
view and 54 times higher for anteroposterior view than 
with the C-arm. This indicates the need to avoid the 2D 
mode of the O-arm, even with the difficulty of  having two 
devices if a 2D control after 3D O-arm utilization during 
the same surgical procedure is required.
The observed dose difference is attributed to a lower 
tube current, which is automatically regulated by the 
machines for a given voltage and also due to the frequency 
rate of the pulses. The frequency is fixed at 30 p.s-1 in the 
O-arm. For orthopaedic surgery there is no need to use a 
frequency of 25 p.s-1 (automatic mode) or higher, because 
no continuous movement has to be visualized. Pulse fre-
quency can be reduced to 1 p.s-1, giving the advantage of 
decreasing the exposure of the skin.
Moreover, when comparing the dose rate at the surface 
of the skin with the adult phantom,19 the difference was 
lower on the paediatric phantom by a factor almost ten. 
The C-arm consistently had a lower dose rate. The largest 
difference was observed in PA where the dose rate for the 
O-arm was 328.83 μGy.s-1, but only 1.90 μGy.s-1 with the 
C-arm. This implies that using the C-arm in PA for almost 
three minutes will expose the skin of the patient at the 
same dose as one second of O-arm in 2D mode.
The major limit of our study was the duration of one 
minute of C-arm for comparison with one acquisition with 
the O-arm. This decision was determined on one hand 
by empiric experience of C-arm intraoperative  utilization, 
and on the other hand by the literature.20 Additionally, we 
performed a lab study on a phantom, and not on  living 
patients. We also measured the absorbed dose to the 
organs, not the effective dose, which is more predictable 
for radiation-induced cancer risk.1 However, as the effec-
tive dose is a weighted summation of absorbed dose to 
different organs, lower doses to the organs correlates 
with a lower effective dose. Dosimetry quantifies patient 
exposure through measurements of estimated radia-
tion-induced injuries such as deterministic effects (with a 
threshold limit of 0.5 Gy, especially for the skin where ery-
thema can appear from 2 Gy) and stochastic effects (prob-
ability for radiation-induced cancer, which is overall 5% 
per Sv per year for an adult and between two to four times 
higher for a child).1,42 Considering our maximum dose 
value to the skin of 1691.87 μGy = 1,7 10-6 Gy, the results 
were far away from deterministic effects in our study.
Thus, according to the Beir VII publication, the linear 
no-threshold model was utilized to predict radiation-in-
duced cancer risk and considered to be the most accept-
able description.1 We highlight the need to know the 
dosimetry of an imaging system, because of its impor-
tance for optimizing patient safety.43
Conclusion
Absorbed doses to the organs for one minute of  fluoroscopy 
with the C-arm were found to be lower than those for a 
single 3D O-arm acquisition, with a mean O-arm/C-arm 
ratio of 4.32. During a pelvic irradiation, absorbed doses 
to the organs for a 3D O-arm acquisition were higher than 
with one minute of fluoroscopy with the C-arm, but with 
a significant difference observed only for thoracic, neck 
and head organs (far scattered radiation).
Dose rates at the surface of the skin were also consis-
tently lower with the C-arm than with the O-arm.
Imaging durations from which typical durations can 
be extracted should be kept in records, for example in 
the Digital Imaging and Communications in Medicine 
(DICOM) header or in the Picture Archiving and Commu-
nication System (PACS) systems. We plan to perform a clin-
ical study assessing current radiation exposure, collecting 
data especially important in paediatric orthopaedics.
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